Upright Microscope 


EecuUuIrPse 


Cz/INZ 


Feel tne evolution 


Nikon developed the clinical and laboratory microscope ECLIPSE Ci series to meet the 
demands of a microscope that provides comfortable posture during observation and 
simple set-up, such as magnification switching, light intensity reproduction and image 
capturing. With its small footprint, the Ci series delivers compact and space-saving 
observation conditions. Nikon also developed the ECLIPSE Ni series, which offers high 
optical quality and a wide range of imaging possibilities. The highly-evolved Ci/Ni 
series microscopes enable routine analysis with more comfort and greater flexibility 
than ever before 


Cz 
© Eco Friendly 


High-intensity, long-life and power saving illumination 


® Ergonomic 
Flexible, adjustable design to suit the user’s natural posture 


© Easy to Use 


One-touch operation for microscope* control and image capturing 
© Versatile 


Flexible observation with a wide range of specimens 


*Ci-E 


© High-quality 
Superior optical performance 


© Expandability 


Wide variety of optional motorized accessories 


© Automation’ 
Intelligent, automatic switching of observation methods 


*Ni-E 


@ Meeting user needs in clinical microscopy 


| want to conduct 
observation in 
comfort. 


| want to easily 
capture images. 


| want to observe 
images with 

bright and even 

illumination. 


| want to simplify 
: operation with 
motorized 
accessories. 


| want to reduce 
the number of lamp 
replacements. 


| want to use a 


variety of observation 
techniques. 


ECLIPSE 


CZ series 


The Ci meets all your demands. 


The ECLIPSE Ci series microscopes offer a bright field of view, high durability, comfortable posture 
for prolonged observation, simple motorized operation, and various illumination techniques that 
you need for clinical and laboratory microscopy. 


Easy to use 


@ Image capture button 


One simple click of the button during 
observation enables you to capture your a. 
specimen image with the Digital Sight 

camera. 


@ Motorized magnification change (Ci-E) 


Magnification can be switched with one 

button control during observation, which 
automatically memorizes and reproduces 
user-defined light intensity. 


Eco Friendly 


@ Eco-illumination (Ci-E/Ci-L) 


The newly developed high luminescent LED is a low power consumption 
eco-friendly light source that produces evenly distributed illumination and 
reduces the cost and effort of lamp replacement thanks to its long-life. 


@ Camera control unit DS-L3 


The DS-L3’s touch panel allows you to easily 
set and control your cameras as well as take 
simple measurements. It is also possible to 

switch the Ci-E’s objective lenses. 


*These images are captured 
without using the shading 

compensation to emphasize 
the vignetting. 


Viewed with Eco-illumination Viewed without Eco-illumination 


@ Ceramic-coated stage 


The stage is coated with high durability 
scratch-resistant coating. 


Versatile 


@ Flexible observation methods 


The high-intensity Eco-illumination and accessories enable 
you to perform phase contrast, darkfield and simple 
polarizing microscopy. 


@ Image sharing 
The live image can be displayed on the DS-L3 monitor or via 

a projector. Simultaneous observation on networked PCs is 

also possible. 


Ergonomic 


@ Ergonomic binocular tube 


Eyepiece angle and extension are 
adjustable. A camera can be mounted via 
j the DSC port. 


@ Eyelevel riser 


Eye-point height can be adjusted to suit 


- 
& your natural posture and increases 
flexibility for multi-users of different heights. 


. @ Lower stage positionin 
*« ge p g 


Lower stage height using the nosepiece 
spacer for easy specimen exchange. 


© Stage handle with height adjustment 


Smooth stage movement is possible in a 
comfortable hand position. 


te 


Nosepiece spacer 


© Auto light intensity reproduction 


The user-defined light intensity for each objective 
lens is automatically memorized and replicated 
when the objective is used again. This eliminates 


the need for manual re-adjustment of light + 
intensity. . 
© Ergonomic binocular tube ‘ . : — PSE port (option) 
© Nosepiece rotating buttons © Ergonomic binocular tube Le 


A camera can be mounted to 
baste ‘ = The nosepiece can be rotated Inclination angle and extension - a . a ee 
2 = allowing you to keep your eyes on are adjustable to ensure a = Pp port. 


© Motorized nosepiece -_-—_—== ag eal the specimen. comfortable observation position. 


Your two favorite magnifications can 
be registered*, and one press of the 
button alternates between these two 
objective lenses. This is useful when 
frequent change of magnifications is 
necessary, for example between 10x 
and 40x objectives. 


* Magnifications can be registered using the 
remote control pad‘s toggle mode. 


© Ceramic-coated stage 
© Ceramic-coated stage 


© Motorized swing-out condenser © Uniform Eco-illumination 


By combining a collimator 
: lens, fly-eye optics and LED 
illumination, bright and 
uniform images up to the 
periphery can be obtained 
| even in high magnification. 
| The LED illuminator offers 


Automatically swing-out and 
swing-in top-lens element 
according to the objective lens 
that is selected via intelligent 
linking. 


~ \. © Eco-illumination 


low-heat generation and 
provides the same color 
temperature in every 
magnification (patent 


pending). 
LED Collimator lens ay Ss 
© Image capture button © Image capture button ee. 
© Remote control pad < f 
By programming specific buttons to correspond ; aa 
to specific objective lenses, magnification can be Fly-eye optics“ ee 
easily changed with a one-touch button. 


Provides streamlined observation with High-intensity and uniform 
motorized operation Eco-lllumination 


Motorized model with LED illumination Manual model with LED illumination 
Equipped with motorized magnification switching and automatic intensity reproduction, it is Featuring Eco-illumination bright enough for phase contrast and simple polarizing microscopy 
ideally suited to applications and sample analysis that require frequent magnification switching. while reducing lamp replacement with a long-life of 60,000 hours. 


Versatile coservation techniques 


Using accessories, the Ci-E, Ci-L and Ci-S enable various observation techniques to meet the demands 
of a wide range of uses, from clinical examination to research. 


Yoji Urata, Department of Pathology, Kyoto 
City Hospital 


Breast Cancer, Pleural effusion, Papanicolaou stain, Breast Cancer, HER2/neu, Immunostaining, 
CFI Plan Apo A 60x CFI Plan Apo A 40x 


Atsushi Furuhata, Noriyoshi Sueyoshi, 
Division of Biomedical Imaging Research, 
Juntendo University Graduate School of 
Medicine 


© Ceramic-coated stage 


; ne 
© Halogen illumination _. v4 : y 
g : 2 es. ri. 


We ‘os he 
1 Human Placenta, HE stain, CFI Plan Apo A 10x 


The stage is coated with 

an abrasion and chemical- 
resistant ceramic coating, 
allowing long-term 
frequent specimen changes 
without damaging the 
stage surface. 


Kazuhiro Muraoka, Imaging Information 
Research Center Photography Division, 
Tokyo Women's Medical University 


© ND4/ND8 filter, NCB11 filter 


© Image capture button 
Changing light intensity is possible 
by inserting and removing an ND 


© Space-saving compact design (Neutral Density) filter. The NCB filter 

———————————— for color temperature compensation S ayy fe 
The compact body with an extremely of the light source is built-in. PE ip See me | 
small footprint gives the user more Pancreas Neuro-endocrine Tumor, HE stain, CFI Plan 
desk space than ever. Apo A 4x 


Enhanced basic performance 
for observation 


Manual model with halogen illumination 


With a small footprint and superior operability the ECLIPSE Ci series 
offers a comfortable, ergonomic viewing position. 


Epi-fluorescence 


Digital imaging evolved 


In response to user demand for the easy capture of sample images, the ECLIPSE Ci series has a 
built-in dedicated capture button on the microscope base. An optional digital imaging system 
supports simple camera settings and operation including capturing, measuring and image sharing. 


Image capture button 

Image capturing with the digital camera Digital Sight series is 
possible with the one-touch button located on the microscope 
base, thereby improving workload efficiency. 


Digital Sight series camera control unit DS-L3 

The DS-L3 is a stand-alone controller with a large-size touch panel, which 
allows simple setting and operation of a Digital Sight camera without a 
computer. The camera control is possible with mouse operation or touch 
panel operation by finger touch or stylus pen. 

Configurations of the PC-use control unit DS-U3 and the imaging software 
NIS-Elements are also available. 


Scene mode icons 


Optimal camera setting for each observation technique is 
possible by simply choosing an icon of the observation technique. 


Camera setting Camera/microscope control Simple measurement 
Simple camera setting is possible using icons. Objective lens switching and condenser setting of Simple measurement such as distance measurement 
The numbers and layout of displayed icons can be the Ci-E are possible. between two points is possible. 


customized. 


Observation image sharing 


During observation using the ECLIPSE Ci series microscope, live and captured images can be easily 
shared via the Nikon Digital Sight DS-L3 monitor, projector, or computer monitor. In addition, 
connecting the ECLIPSE Ci series to a remote PC on the network via a DS-L3 easily enables remote 
viewing, online education, and distance collaboration. 


Digital pathology via a network 


When mounting a Digital Sight series digital camera and the 
camera control unit DS-L3 to the ECLIPSE Ci, image sharing, 
consultation, and distance learning between multiple PCs is easy. 
This combination allows live streaming of images on the 
network through firmware so the capability of the network is 
not compromised by software. The split-screen capability for 
real-time comparison of low to high magnification images is an 
added convenience for remote consultation. 

In essence, this unique network addressable system is the 

most powerful tool for consulting in or between hospitals, 
presentations and conferences during academic meetings, in- 
class lectures and distance education. 


' Digital Sight series digital camera heads 


Users can select the most suitable camera for their samples and observation techniques from a diverse 
lineup of compact, high-performance digital camera heads of the Digital Sight series imaging system. 
(Following is a part of the line-up.) 


High-speed color camera head High-definition color camera head High-definition cooled color camera head 


DS-Vit DS-Fi2 DS-Fitc 
ae 
= 

Featuring a high frame rate, a 2.0-magapixel CCD, and A high-definition 5-megapixel CCD faithfully captures A Peltier device cooling mechanism incorporated into 
displaying SXGA live images (1600 x 1200 pixels max.) microstructures with resolution as high as 2560 x 1920 the 5-megapixel CCD delivers high-resolution images 
at 15fps (30fps max.), this camera is ideal for monitoring _pixels. Other advanced features include an enhanced of up to 2560 x 1920 pixels. This mechanism keeps the 
microscopy images at high-speed, with high-quality live frame rate of up to 21fps and accurate color reproduction. CCD at 20°C below its uncooled state to produce high- 
image display. It can be universally used for brightfield, darkfield, or contrast images with less heat-induced noise. It is ideal 


for imaging of weak-light structures under fluorescence 


phase contrast image acquisition. 
and darkfield microscopy. 


Ci accessories meet additional demands of users 


| want to More user- 
friendly stage operation. 


\ The stage height can be lowered 
| 20mm from the standard position by 
|) adding a nosepiece spacer, facilitating 
frequent specimen change. 


| want to Observe the same 
view field simultaneously 
with another person 

The teaching head enables multiple 
peoples to observe the same specimen 


simultaneously. A bright and long-life 
LED is employed in the pointer. 


| want to Observe using 
fluorescent microscopy. 


| want to use phase contrast 


“ . 2 F s The stage handle 
microscopy with LED illumination. 3 


height can be 
changed to ensure 


a comfortable hand Ya , 


position. 


The ECLIPSE Ci series has the option of 
a dedicated compact epi-fluorescence 
attachment capable of accepting 4 filter 


Without spacer With spacer 


Eco-illumination has sufficient 
light intensity for phase contrast 
microscopy that is used in a wide 
range of applications including 
dermatological examinations. 


* 3-person type and 5-person type are also available. 


Phase contrast accessories Side-by-side type ee triacs wpe 


| want to perform gout tests. 


Eco-illumination is compatible with 
sensitive color polarizing microscopy, 
and gout tests can be conducted by 

observing uric acid crystals. 


| want to be able to quickly and 
safely change the specimen. 


| want to Observe specimens 
with a wider field of view. 
Attaching CFI UW 10x/10M eyepiece 

lenses with F.N. 25mm in combination 


with a trinocular tube T and trinocular 
tube F enables wide field microscopy. 


| want to reduce the number of 
times | switch the condenser. 
An optional achromat swing-out 


condenser is compatible with a wide 
range of magnifications, between 1x 


The stage height can be locked 
using the re-focusing knob, and 
this facilitates safe refocusing 

after changing the specimen. 


Sensitive color polarizing accessories 


| want to USe various 
objective lenses. 


| want to Undertake long-term 
observation with minimal 


discomfort. 
The ergonomic binocular tube 
can be inclined from 10° to 30°and 


extended up to 40mm. 
The eyelevel riser lifts the tube in 


25mm increments (up to 100mm*). . 
* Up to 50mm with ergonomic C= 


binocular tube. 7 7 


BS me 


| want to easily capture digital 
images of my specimens. 


Nikon provides a broad range of 
objective lenses, such as the CFI Plan 
Achromat series, which is affolkably 
priced and has high image flatness, the 
CFI Plan Fluor series, which is suitable 
for fluorescence microscopy, and the 
CFI Plan Apochromt A series, with its 
superior resolution, brightness and 
chromatic aberration correction. 


You can mount a camera ona 
trinocular tube T, trinocular tube F or 
an ergonomic binocular tube. Imaging 
in a comfortable position is possible 
with an ergonomic binocular tube by 
mounting the camera via the DSC port. 
Imaging is possible by simply pushing 
the image capture button. 


4 = ; . Eyelevel riser 
Trinocular tube T Trinocular tube F Ergonomic binocular tube ; F : 
Left: Plan Achromat series; middle: Plan Fluor series; 
¥ right: Plan Apochromat A series 


ECLIPSE 


@ @ Fly-eye optics 
Z Seri eS The fly-eye optics built into the 
transmitted-light illumination system 


provides bright and uniform illumination 
across the entire field of view. 


|wo flagsnhio uorignt microscopes si csis otic AN 


Nikon offers high quality optical technologies such as exclusive Fluorescence Ai 
. P . . . “1: low-reflective Nano Crystal Coat to produce objective lenses. filter cube =! 
The newly developed upright microscope ECLIPSE Ni series has high expandability, TheChl Flan Apodhiomat | series objective lenses offer 
motorization, and superior optical performance. remarkably high transmission and superior chromatic aberration 


ay 
Stray light, 


© Noise terminator 


The noise terminator mechanism is equipped with 
fluorescent filter cubes and turrets that eliminate 
stray light, and enables you to capture high contrast 
fluorescence images with a high S/N ratio. 


correction throughout a broad range of wavelengths and are 
suitable for near-IR observation. 


Ni-E is a fully motorized model provides the most suitable observation settings 
without manual adjustment. The aperture and field diaphragm or condenser is 
automatically adjusted when the magnification is changed. 

Ni-U is suitable for many observations, from clinical examination to research, and 
featuring motorized accessories that include nosepiece, fluorescence attachment, 
and shutter. 


Light absorbing 
material 


Motorized model with automatic observation switching Manual model with motorization capability 


@ Motorized quadrocular tilting tube 


® Ergonomic binocular tube 


® Motorized septuple nosepiece 


Using the status detection function, 
objective lens information can be 
saved with captured images. 


@ Motorized universal condenser 


@ Rotatable ceramic-coated stage 


@ 100W illumination 


Covered with durable ceramic 
coating, this stage facilitates 
adjustment of shear direction of 
DIC images and investigation of the 
polarizing property of samples. 


100W illumination offers 
high-intensity light that 
is sufficient even for 
observation using the 
10-person teaching head. 


® Motorized focusing 


Motorized focusing allows 
the acquisition of Z-axis data. 


@ Camera control unit DS-L3 


® Microscope status display 


® Image capture button 


woe Camera and microscope : 
ee ee © Observation technique buttons can be controlled via the Simply press the button to enable 
: touch panel. the capture of images when 


The method of microscopy mounting a Digital Sight camera 
can be changed with the click (equipped with both Ni-U and Ni-E). 
of a button. 


14 15 


Ci System Diagram Specifications 


FX-IIl Seri tak 
Ill Series ; Centering 
Photomicrographic System ENG-mount comets — C-mount Camera CFI12.5x CFI10x CFI10xM CFI15x Telescope CFI UW 10x a Optical system CFI60 Infinity Optical System 
“Moun! 7 f ) 
NG-mount | Zooming Zooming | C-mount a = g o 
ENG-mount| TV Adapter_| Adapter == Adapter (C-mount a TV Adapter A on High luminescent White LED Illuminator (Eco-illumination) 6V30W Halogen Lamp 
TV Adapter . TV Adapter apter Illumination Built-in ND4, ND8, NCB11 filters 
0.45x, 0.6x Cmount aoe VM2.5x C-mount 
Projection Lens Wadapter| 00% TL Adapter Automatic intensity reproduction function _ 
PLI 2x, PLI 2.5x, Relay Relay | 0.55x, REyeleve Riser 
PLI 4x, PLI 5x ens 1x Lens 1x — -E =a 
= cmount — oo ; Image capture button 
| a i izati aes Controls Nosepiece rotating buttons 
VM4x | CASA Analyzer Tube for Simple Polarization Ae cone ad = ND filter IN/OUT switches 
pee aa Eyepieces ~ CFI 10x (22) + CFI10xM photomask (22) « CFI 12.5x (16) - CFI 15x (14.5) 
© citLEpi-Fluorescence |— Cs) bas supper (F.0.V. mm) - CFI UW 10x (25) - CFlUW 10xM photomask (25) 
| Attachment ‘ se a OF Se Dy SIE: - - : : - - - 
7 © © YAM Magnification Module Bacustn Coaxial Coarse/Fine focusing, Focusing stroke: 30 mm, Coarse: 9.33 mm/rotation, Fine: 0.1 mm/rotation 
o- Ua lt — =m g Coarse motion torque adjustable, Refocusing function 
CFLEpi«l Y-THF Teaching Unit Face to F ; 
aa @ Y-THPLLED Pointer Unitfor _){—~ [| ° a F.0.V. 22 mm  CTB Binocular Tube 
Teaching Head ph (E : siece/Port) - C-TE2 Ergonomic Binocular Tube (100/0, 50/50 via optional C-TEP2 DSC Port) 
: = — ean acahaesta: Tubes yep Inclination angle: 10-30 degree, Extension: up to 40 mm 
e F a baie Y-THS Teaching Unit Side by Side Unit 
e_ eo. ey _ =| ror F.0.V. 25 mm - CTF Trinocular Tube F (100/0, 0/100) 
7 a % Mice: ; (Eyepiece/Port) - CTT Trinocular Tube T (100/0, 20/80, 0/100) 
CTB Binocular Tube | — C-TF TrinocularTubeF| —C-TT Trinocular Tube T C-TE2Ergonomic | C-TEP2 DSC Port er ° : i i i 
Sea Se IE Ci) V-THR Teaching Unit Side by Side A , Motorized Sextuple Nosepiece with Analyzer - C-N Sextuple Nosepiece 
ay Moseplents Slot (Built-in main body) - C-NA Sextuple Nosepiece with Analyzer Slot 
: Switching between two objectives function P P y 


ee 
® crnseduple D-SA A CAS A Cross travel 78 (X) x 54 (Y) mm, with vernier calibrations, stage handle height and torque adjustable for all stages 
CN Sextuple Nosepiece with C1) Slider for Simple Slider for Hist otek Stages - C-SR2S Right Handle Stage with 2S Holder 


Nosepiece Analyzer Slot ! Polarization Red Compensation - C-CSR1S Right Handle Ceramic-coated Stage with 1S Holder 
Ex%@O moles T) - C-CSR Right Handle Ceramic-coated Stage (C-H2L Specimen Holder 2L or C-H1L Specimen Holder 1L can be attached) 


Fo SF SF red Sextuple C-LHGFI HG Lamp 
Nosepiece 


| | (included with Ci-£) [D> Condensers: |. Motorized - CI-C-E Motorized Swing-out Condenser = 


Focusing stroke: 27 mm 


| CI-NS Spacer for | 


Nosepiece Focusing stroke: 27 mm 


C-HGFIFI5/30 HG Fiber manual -C-C Abbe Condenser NA 0.9 - C-C Achromat Condenser NA 0.9. - Darkfield Condenser for X/Y (oil or dry) 
- CC Phase Contrast Turret Condenser - C-C Achromat/Aplanat Condenser NA 1.4 - C-C Slide Achromat Condenser 2-100x 
- CC Achromat Swing-out Condenser 1-100x - Achromat Swing-out Condenser 2-100x - X LWD Condenser 


CFI60 Objective Lens 


CHGFIB HG 100W Adapter R Observation methods* Brightfield, Epi-fluorescence, Darkfield, Phase contrast, Simple polarizing, Sensitive color polarizing 


No = 
. - CI-FL Epi-fluorescence Attachment 
C-HGFI/HGFIE HG Precentered Fi Epi-fluorescence attachment 4 filter cubes mountable, ND4/ND8/ND16 filters, Noise Terminator mechanism for Ci 


Illuminator Intensilight 
+ C-HGFI/HGFIE HG Precentered Fiber Illuminator Intensilight (130W) 


CSHGI Powe 7 . - Hg Lamphouse and Power Supply (100W) 
HgLamphouseHimx-38 Mecuntame gl Epbfluerescence ligitt source - Xe Lamphouse and Power Supply (75W) 
a - Halogen Lamphouse and Transformer (100W) 
Power consumption 13W (Brightfield configuration) 6W (Brightfield configuration) 38W (Brightfield configuration) 
L CFCLEpi-Fl [ : F : F 
FaLIPSECES eclipse GUL Collector Lens JN Weight (approx.) 15.4 kg (Binocular standard set) 13.4 kg (Binocular standard set) 13.4 kg (Binocular standard set) 


*Observations except Brightfield require optional accessories. 


Dimensional Diagram 


| Hg Lai 


C+H2L Specimen —C-H1L Specimen 


C-CTC Camera 
Holder 2L Holder 1L Trigger Cable U3/L3 p Xenon Power 


—_— — -FCL Epi-Fl eee Supply 
‘a 3) orLens XeLam e W ZW 
il _ F West 
i fe! 
| cl 


Quartz Epi-Fl 
DS-L3 DS Camera 
Control Unit Collector Lens 


Unit: mm 


Ci-L/Ci-S 


* Ci-L and Ci-S are the same dimensions. 


Socket 100W 
CFCLEpi-l = 
l —— Collector Lens f| — [aol 


C-SR2S RightHandle ——_C-CSR1S Right Handle | C-CSR Right Handle CHRCIRCut —CL-FCHFilter C-SP Polarizer C-TP Polarizer for 
Stage with 25 Holder Ceramic-coated Stage © Ceramic-coated Stage Filter for Ci Cassette for Simple First-order Red 


oT 
LU Halogen Lamp UN2 Transformer 
is (ll 100W 


with 1S Holder Holder Polarization Compensation 


T T T 
— — i= 
CCE Darkfield Darkfield cc CE Achromat (C-CAbbe XLWD cc CCPhase C-CSlide 
Motorized Condenser Condenser Achromat/  Achromat  Swing-out Condenser Condenser Achromat Contrast Achromat 
Swing-out for X/Y (Oil) for X/V (Dry) Aplanat Condenser Condenser NA09 Swing-out Turret Condenser 


Condenser Condenser —NA0.9 2-100x cpienser Condenser 2-100x 
-100x 


Configured with Ergonomic Binocular Tube Configured with Binocular Tube 


Ni-E/U System Diagram 


CFI125x — CFI10x CF 
Ss & 


CCT 

Centering CFIUW 
Telescope 10x 
| 


*1 CIB 
Binocular 
Tube 


Trinocular 
Tube T 


Trinocular 
Tube F 


C-TAQ Tube 
Adapter for 
Quadrocular Tube 


@ 


feet, 


NI-TT-E Motorized 
Quadrocular Tilting Tube 


NI-RPZ-E Motorized 
DSC Zooming Port for 
Quadrocular Tube 


LO 


) 
NI-TT Quadrocular 
Tilting Tube 


@ 
@ = 
[_o 
o 
C-mount Camera 


*1 CTE2 
Ergonomic 
Binocular Tube 


NI-SAM 


“ae Standard Arm 
to) 


920000 


6 @ 


NIE-CAM 


oa __] Contact Arm 


ra 


C-TEP2 DSC Port 
for Ergonomic Tube 


NI-RPZ 
DSC Zooming Port for 
Quadrocular Tube 


NIU-CAM 


© © 


pidtdidea acu 
———— 


Contact Arm 


CN Sextuple 
Nosepiece 


— 


D-ND6 DIC 
Sextuple Nosepiece 


CNA Sextuple Nosepiece 
with Analyzer Slot 


oOo 
EF 


oe 


NI-ND6-1 Intelligent 
DIC Sextuple Nosepiece 


SF 


NI-N7-| Intelligent 
Septuple Nosepiece 


oe 


ve... 
Motorized DIC 


Sextuple Nosepiece 


ons Motorized 
Septuple Nosepiece 


D-DA Anal D-LP 
Slider forDIC_ OG |) Lambda Plate EXO 


DIC Slider C&O) —D 


D-SA Analyzer Slider 


<7 
for Simple Polarization —O 


CFI60 
|_} Objective Lens 


C-AS Analyzer Slider for 


First-oder Red Compensation —o 


NI-SSR Substage for 
Rotatable/Motorized Stage 


a 


—=T]-@ 


wt, 


IE-CSRR2 Right Handle 
Rotatable Ceramic-coated 
Stage with Holder 


0 = S) 


|-CUD-E Motorized 
Universal Condenser Dry 


C-CSR Right 


coated Stage 


Handle Ceramic- 


VI! 


C-SR2S 
Right Handle Stage 
with 2S Holder 


CHIL Specimen 


CH2L Specimen Holder 1L 


Holder 2L 


NICH 
Condenser Holder 


oO 
C-CSR1S Right 
Handle Ceramic-coated 
Stage with 1S Holder 


| 


| NI-SS Substage 


NIU-CSRR2 Right Handle 
‘otatable Ceramic-coated 
Stage with Holder 


—y_| 


u NI-SSR 
for Rotatable/ 
Motorized Stage 


Substage 
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r rT 


| 
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al ae =" 
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C-C Phase 
Swing-out Contrast Turret 
Condenser Condenser 
2-100x *” 


Achromat 


C-C Achromat/ 
Aplanat 
Condenser 


Darkfield Darkfield C-CSlide 

Condenser Condenser Achromat 

for X/Y (Oil) for X/Y (Dry) Condenser 
2-100x 


18 


C-C Abbe 
Condenser 
NAO 


C-C Achromat 
Condenser 
NAO 


—? 
XLWD D-CUO DIC 
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CC Achromat 
Condenser Condenser 


——-— 


Swing-out F 
Condenser oi 
1-100x 


D-C DIC Module O 


NI-CUD Universal 
Condenser Dry 


FX-III Series 


ENG-mount Camera 


C-moi 


unt Camera 


Photomicrographic 
System 


ENG-mount 
TV Adapter 


ENG-mount 


ENG-mount 
Zooming 


C-mount 
Zooming 
Adapter 


C-mount 
TV Adapter 
0.35x, 


Adapter == 


Projection TV Adapter 


0.45x, 0.6x 


Lens 


PLI 2x, 


= 


PLI2.5x, 
PLI 4x, 


PLI5x 


Cmount 0.45x, 


0.6x, 
TV Adapter 07x 


C-mount 
TV Adapter A E4 
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CER Eyelevel Riser 


C-ISA Analyzer Tube 
for Simple Polarization 


C-lA Analyzer Tube for 
First-order Red Compensation 


= © NI-CALN1 2-4X Auxiliary Lens 
for N1 Position 


©) D-C.2-4x Auxiliary Lens 
L © B-CDICN1 DRY DIC Module 


D-C DIC N2 DRY DIC Module 
D-C DIC NR DRY DIC Module 


— D-C PH-1 PH Module 
D-C PH-2 PH Module 
D-C PH-3 PH Module 


_© D-C DF Darkfield Module 


i 


[ 1 oi 
C-SP Polarizer C-TP Polarizer for 
for Simple First-order Red 
Polarization Compensation 


] 
D-DP DIC 
Rotatable 
Polarizer 


NIEND-E 
Motorized 
ND Filter 


VT 
w_| Photo Adapter 


TV Adapte 
VM2.5x 


Gmount ” 


Cmount 
r TV Adapter 
VM4x 


NI-FA FL/ 
DIC Analyzer 


CFL Epi-fl 
Filter Cubes 


Y-THPL LED 


Pointer Unit ~~ 


for Teaching Head 


I 
—— 


ie) 


ECLIPSE Ni-E NI-LH Precentered 


Lamphouse 


——_——.— 
NECTLA 
Control Box A 


NI-FLT6 
Epi-fluorescence 
Cube Turret 


7 


—— 
NI-FLT6-1 
Intelligent 
Epi-fluoresce 
Cube Turret 
*7 


NI-FLT6-E 
Motorized Epi- 
fluorescence 
Cube Turret 


Fluorescence 


Illuminator 
(same as the Ci series) 


D-FB 
Excitati 


ae 


Y-IM Magnification Module 


ie 


Y-THF Teaching Unit Face to F 


ion Balancer 


Y-THSP Support 
for Side by Side 


a 


LHF | 


Y-TH 


Main 


Teaching Unit 


Y-THS Teaching Unit Side by Side Unit B 


ig 


Y-THR Teaching Unit Side by Side A 


ECLIPSE Ni-U 


DS-L3 DS 
Camera 
Control Unit 


NI-CTLB 
Control Box B 
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Zi 


-LH Precentered 


i 


Lamphouse 


oe) 


*1 Cannot be used with double layer status. 

*2 Cannot be used with rotatable stage. 

*3 Double layer is maximum possible. 

*4 With Ni-U only. 

*5 Camera Trigger Cable is required. 

*6 100W Lamphouse Remote Cable is required. 
*7 Can be used with Ni-E. 


NI-SRCP 
Simple Remote 
Control Pad 
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A WARNING 


TO ENSURE CORRECT USAGE, READ THE CORRESPONDING 
MANUALS CAREFULLY BEFORE USING YOUR EQUIPMENT. 


*Products: Hardware and its technical information (including software) 
Monitor images are simulated. 
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UNITED KINGDOM phone: +44-208-247-1717 fax: +44-208-541-4584 
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